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TESTSHEET

Detector type : 25A25/1M-E1-YAP-X-NEG
Crystal : YAP:Ce
Read-out : Hamamatsu 1" Type R1924
Serial number : S2AB2674
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TEST RESULTS
Nuclide : Cs-137 (662 keV)
Energy resolution 6.8 %
Noise :N/A
Peak to valley : N/A
GEE : N/A
High voltage =790V
Date : 22 August 2019
Remarks : N/A
Tested by : Eric Schlamann
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